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Abstract.  On  the  basis  of  preliminary  results,  rheoencephalography  (REG)  shows  promise  as  a 
practical,  noninvasive  and  continuous  monitoring  modality  of  brain  injuries.  However,  REG 
literature  reflects  uncertainty  about  whether  the  signal  reflects  flow  or  volume.  Presented  here 
are  results  of  in  vitro  studies  manipulating  flow/volume  to  model  clinical  conditions  (such  as 
brain  ischemia  and  vasospasm)  while  recording  the  electrical  impedance  signal.  A  loop  was 
created  using  tubing  filled  with  0.9  %  NaCl.  This  loop  was  comprised  of  a  Doppler  in-line  flow 
probe  connected  to  an  ultrasound  flow  meter,  a  peristaltic  pump,  a  pressure  transducer  and 
home-made  electrical  impedance  measuring  cell,  incorporating  a  balloon  catheter.  Bipolar 
impedance  amplifiers  were  used  for  measuring  impedance  pulse  waves.  Data  were  stored  on  a 
PC  and  processed  off-line.  This  in  vitro  study  confirmed  that  1)  Doubling  flow  rate  influenced 
the  pulse  amplitude  and  mean  flow  of  the  Doppler  signal;  2)  Doubling  flow  rate  had  no 
influence  on  the  amplitudes  of  the  pressure  or  electrical  impedance  signals;  3)  An  increase  in 
amplitude  was  observed  in  the  pressure  and  electrical  impedance  signals  when  the  first 
derivative  was  taken.  4)  Balloon  inflation  decreased  electrical  impedance  and  Doppler  flow 
pulse  amplitudes;  5)  With  balloon  inflation,  Doppler  and  electrical  impedance  signals  showed 
an  identical  relationship  to  decreased  flow  (R2=0.966). 


1.  Introduction 

Acute  management  of  patients  with  traumatic  brain/blast  injury  remains  a  challenge.  To  minimize 
secondary  injury  and  improve  outcome,  it  is  critical  to  detect  neurological  deterioration  early,  when  it 
is  potentially  reversible  (Rubin  et  al,  2009).  On  the  basis  of  preliminary  results,  rheoencephalography 
(REG)  shows  promise  as  a  practical,  noninvasive  and  continuous  monitoring  modality  of  traumatic 
brain  and  blast  injuries.  REG  literature  reveals  disagreement  about  whether  the  signal  reflects  flow  or 
volume.  The  U.S.  Food  and  Drug  Administration  defines  rheoencephalograph  as  “a  device  used  to 
estimate  a  patient’s  cerebral  circulation,  without  specifying  flow  or  volume.  Since  electrical 
impedance  is  measured  in  ohms,  REG  measurements  do  not  quantify  flow  or  volume.  The  magnitude 
of  REG  pulse  amplitude  is  a  function  of  conductive  particles  between  two  electrodes.  In  order  to  test 
the  clinical  applicability  of  REG,  we  simulated  two  pathophysiological  changes — flow  and  volume. 
Our  hypothesis  was  that  electrical  impedance  (REG)  pulse  amplitude  would  decrease  as  a  result  of 
both  manipulations  (flow  and  volume  decreases).  Results  of  in  these  vitro  studies  are  reported  here. 
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2.Methods 

An  electrical  impedance  measuring  cell  was  constructed  to  simulate  changes  in  flow  and  volume.  A 
closed  loop  was  created  with  PVC  and  C-Flex  tubing  filled  with  0.9  %  NaCl.  This  loop  included  a 
Doppler  in-line  flow  probe  (4N)  connected  to  an  ultrasound  flow  meter  (T201  Ultrasonic  Bloodflow 
Meter,  Transonic  Systems,  Ithaca,  NY);  a  disposable  pressure  transducer  (Argon  Medical  Devices, 
Athens,  TX)  was  connected  to  a  Blood  Pressure  Analyzer  (Digi-Med,  Micro-Med,  Louisville,  KY), 
and  two  stainless  steel  metal  tubes  (14  mm  in  length  and  3  mm  internal  diameter)  were  used  as 
electrical  impedance  electrodes.  Signals  were  stored  in  a  PC  using  an  AD  card  (PCI-MIO-16XE-10, 
National  Instruments,  Austin,  TX)  with  16  bit  resolution.  The  data  sampling  rate  was  200  Hz.  Data 
were  collected  and  analyzed  with  DataLyser  software. 


2.1.  Flow 

To  simulate  flow  change,  a  peristaltic  pump  (Masterflex,  L/S,  Cole-Palmer,  USA)  was  connected  to 
the  closed  loop;  flow  rate  was  set  first  to  60  mL/min,  then  increased  to  120  mL/min.  A  bipolar 
impedance  amplifier  (KR-Ea  RHEO  Preamp,  OTE  Galileo,  Italy)  generated  the  impedance  signal. 
Measurement  frequency  was  45  kHz  and  the  resistance  between  the  two  electrode  tubes  was  above  10 
ohm  (maximum  balance).  Electrical  impedance  and  pressure  values  were  calculated  by  taking  the  first 
derivative. 


Wire  to  Balloon  Balloon  Wire  to 

amplifier  catheter  Flat  &  inflated  amplifier 


Figure  2.  Schematics  of  electrical  impedance  measuring  cell  with  balloon  inflation. 
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2.2.  Volume 

To  simulate  decreased  volume  (vasoconstriction/vasospasm),  a  balloon  catheter  (PTCA  Dilatation 
catheter,  NCR14  9/4.0,  Boston  Scientific,  SCIMED,  Maple  Grove,  MN)  was  inflated,  placed  into 
impedance  measuring  cell  (figure  2)  with  a  syringe  in  0.5  cc  steps.  A  pump  (model  P720,  Instech 
Laboratories,  Plymouth  Meeting,  PA)  was  connected  to  the  closed  loop  to  generate  pulse  waves  at  a 
constant  rate.  The  bipolar  impedance  amplifier  used  to  generate  the  impedance  signal  was  Cerberus 
(Quintlab,  Hungary).  Measurement  frequency  was  125  kHz.  Electrical  impedance  and  Doppler  flow 
pulse  amplitude  measurements  (minimum  -  maximum  distance)  were  made  at  0  (no  inflation),  0.5,  1.0 
and  1.5  cc  inflation.  Eight  pulse  amplitudes  were  measured  and  averaged. 

3.  Results 

3. 1.  Flow 

Doubling  of  flow  produced  corresponding  increases  in  Doppler  signals:  pulse  amplitude  and  mean 
flow  increased  two-fold.  First  derivative  calculations  (dZ/dt  and  dP/dt)  made  it  possible  to  convert 
changes  in  impedance  and  pressure  signals  to  corresponding  amplitude  increases. 
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Figure  4.  Pressure  and  impedance  traces  with  low  and  high  flow  rate. 

Table  1.  Comparison  of  Doppler  flow  and  electrical  impedance  during  low  and  high  flow  rates.  The 
effects  of  increased  flow  rate  were  comparable  between  Doppler  flow  and  impedance  when  the 
impedance  derivations  (first  derivative  and  its  integral)  were  calculated. 
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3.2.  Volume 

Balloon  inflation  to  simulate  vasoconstriction/vasospasm  decreased  the  electrical  impedance  pulse 
amplitude,  a  result  identical  to  that  obtained  for  Doppler  pulse  change.  Pulse  amplitude  of  both  the 
Doppler  and  electrical  impedance  signals  decreased  as  a  function  of  balloon  inflation  (R'=0.966). 
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Figure  3.  Effect  of  balloon  inflation/deflation  on  Doppler  flow  and  electrical  impedance  pulse 

amplitudes. 


4.  Conclusion 

Although  these  in  vitro  electrical  impedance  studies  manipulating  flow  and  volume  contribute  to  an 
understanding  of  the  basic  relationship  between  electrical  impedance  and  flow/volume  changes, 
biological  conditions  are  much  more  complex  than  the  simple  model  discussed  here.  Other  factors 
influencing  the  REG  signal  have  been  previously  summarized  [1].  Results  of  these  in  vitro  electrical 
impedance  studies  manipulating  flow  and  volume  were  as  follows:!)  Modeling  vasospasm/brain 
ischemia  detected  decreased  pulsatile  volume  and  flow;  2)  Doppler  and  electrical  impedance  signals 
showed  an  identical  relationship  to  decreased  flow;  3)  Electrical  impedance  pulse  change  reflected 
volume  change;  however,  the  increased  flow  resistance  caused  by  balloon  inflation  also  decreased 
flow. 
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